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Abstract—A new solution for multiport vector network analyzer
calibration is presented in this paper. The error model is divided
in two separate leaky halves, each of them with crosstalk terms,
but without the leakage between the two sides. This error model is
particularly useful for on-wafer measurements, when multisignal
probes are employed and the crosstalk among probe fingers may
dramatically affect the measurement accuracy. We will show that,
with a simple choice of calibration standards, the new procedure
takes the same time of a classical two-port line-reflect-match or
thru-reflect-line calibration. The proposed algorithm is verified
with measurements and simulations in both coaxial and on-wafer
environments.
Index Terms—Leaky calibration, leaky error model, multiport
calibration, multiport error model, multiport -parameters,
multiport vector network analyzer (VNA), on-wafer calibration.
I. INTRODUCTION
OVER THE last years, multiport measurements havespread from microwave and RF devices to signal in-
tegrity of digital integrated circuits (ICs). The great complexity
of circuits and systems in almost every microwave applica-
tion has generated new challenges and tasks from the testing
point-of-view [1], [2]. Historically, the problem of multiport
measurements has been solved following two main philoso-
phies: by taking an -port scattering matrix from -port
measurements where , connecting the remaining ports
to known [3]–[6] or unknown [7] one-port loads or by using
multiport vector network analyzers (VNAs) (typically four
ports) with different architectures and options [8]–[15].
Although the calibration of multiport VNAs is a well-known
and explored field [16]–[19], the development of complex ICs
and the introduction of multifinger on-wafer probes brings new
interest onto calibration techniques that can handle the crosstalk
among probe fingers.
The traditional error models are divided into two main cate-
gories, which are: 1) leaky, where the crosstalk among ALL the
ports is taken into account and 2) nonleaky, where the crosstalk
among the ports is neglected.
The latter is the most common one since the number of error
coefficients is only , and many calibration procedures for
this case were developed, while few calibration procedures have
been proposed for the leaky model, both in two-port [20]–[22]
and multiport environments [17]–[19], [23], [24].
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Fig. 1. Multifinger GSGGSG coplanar probes placed: (a) on a double coplanar
waveguide and (b)–(d) on the on-wafer standards used during calibration.
However, both these traditional models fail in the particular
situation of on-wafer multifinger probes, as sketched in Fig. 1.
The leaky model requires a fixed and systematic crosstalk
between the two halves, which cannot be accomplished un-
less the probes are kept fixed and the signal transmission
through the air is assumed constant during the calibration
and testing phase. The nonleaky model fails completely be-
cause it neglects crosstalk terms entirely. For those reasons,
probe manufacturers designed multiground probes such as
the ground–signal–ground–ground–signal–ground (GSGGSG)
probes shown in Fig. 1 to reduce the crosstalk terms among
fingers and make the nonleaky model applicable. Unfortu-
nately, this solution constrains the test structure to a coplanar
interface with the measurement system and prevents the use
of simpler ground–signal–signal–ground probes where the
crosstalk cannot be neglected at microwave frequencies.
In [25], a new multiport error model and its calibration pro-
cedure, called “half-leaky calibration,” were introduced. In this
model, the error coefficients are split into two separate leaky
halves with the same number of ports. In [25], some preliminary
verifications of the model and calibration procedure, performed
in a coaxial environment, were shown. In this paper, we will
present further and more complete on-wafer verifications, which
highlight some new characteristics of the novel technique.
0018-9480/$20.00 © 2005 IEEE
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Fig. 2. Four-port half-leaky error model [25].
Once the half-leaky model is applied to four-port on-wafer
measurements, the leakage among the fingers on the same probe
is taken into account, while the side-by-side crosstalk is ne-
glected, as sketched in Fig. 2. We will prove that, in this sit-
uation, this new model improves the accuracy against both the
nonleaky model, as well as a fully leaky one. The crosstalk terms
of the proposed half-leaky case are fixed and constant due to
the fixed position of each probe finger, while the side-by-side
crosstalk, which is usually minimal and difficult to model, is ne-
glected. This is normally a better solution than trying a correc-
tion with the wrong terms as the full-leaky calibration, as proven
in the following. Section II presents the mathematical formu-
lation of the problem and an optimized calibration procedure
where the number of required standard insertions is minimized.
Section III shows the results of some measurements performed
in a coaxial environment [25], aimed at the methodology vali-
dation, while Section IV shows the results of this new technique
applied to on-wafer measurements.
II. CALIBRATION PROBLEM: FORMULATION AND SOLUTION
The problem is solved by simplifying the more general for-
mulation for multiport leaky VNAs of [19]. Here, we revise the
most important results of this theory to facilitate comprehen-
sion. Let us start from [19, eq. (3)]
(1)
where and are, respectively, the standard definitions and
measurements and are full matrices of un-
known calibration coefficients. This equation can be used for
the deembedding, in the form
(2)
or it can be used to compute the unknowns, once rewritten as a
set of equations
(3)
where . Each standard connection
(single port or multiport) provides a set of equations like (3),
which can be collected into an homogeneous linear system, in
the form
(4)
Fig. 3. Methodology for half-leaky two-port calibration in three steps (from
[25]).
where is the un-
known vector, the operator reorganizes a matrix into
a vector [21], and is a matrix containing only standard
measurements and their definitions. To avoid the zero trivial
solution, the system is normalized to one of the unknown coef-
ficients, leading to an equation in the form . In order
to find a solution, the system requires a suitable number of
independent equations, i.e., the rank of matrix must be equal
to or greater than the unknowns’ number. This is achieved by
carefully choosing the standards’ set and their port connection;
in [18], some criteria for such a combination for a nonleaky
model were found. However, for this new half-leaky model,
these rules cannot be applied, thus, a computer simulation of
the test-set calibration was performed to determine the proper
standard sequence.
We employed this formulation to solve the problem of a four-
port VNA modeled by two separate two-port leaky
halves, as shown in Fig. 2. The total number of unknown cal-
ibration coefficients for a complete leaky problem would be
, while for the half-leaky approach, it is reduced
to since half of the unknowns are assumed to be
zero. If the ports are numbered so that 1 and 2 and 3 and 4 are
the two leaky halves, according to the scheme in Fig. 2, then
matrices become block diagonal, as shown in the
following:
(5)
where and are the left and right matrices. Matrix
is built applying (3) with half of the columns: the ones corre-
sponding to the nonzero unknowns. For better insight on how
the system is built up, an example for a four-port full-leaky and
half-leaky model is given in the Appendix.
An optimized standard sequence, especially useful for
on-wafer measurements, has been found and validated with
simulations and measurements. Among the possible sequences,
the one that has been adopted is similar to a classical line reflect
mode (LRM) calibration, where connections of thrus, shorts,
and 50- loads are arranged such that only three on-wafer
probe placements are required, as sketched in Fig. 3. The three
standard combinations are: 1) thru ports 1–3 and shorts ports
2 and 4; 2) thru ports 2–4 and shorts ports 1 and 3; and 3) thru
ports 1–4 and loads ports 2 and 3.
III. COAXIAL IMPLEMENTATION AND TESTS OF A
HALF-LEAKY MULTIPORT
Some experiments to validate the proposed methodology
were performed on a four-port coaxial system [25]. The setup
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Fig. 4. Scheme of the multiport half-leaky system used in the experiments of
Section III and in [25].
Fig. 5. Raw data [25] measured with unconnected ports. Introduced leakage
mainly affects S , while S is unchanged.
sketched in Fig. 4 is based on a 6-GHz Anritsu W4623 coupled
with a PAF MMS four-port expansion box. Furthermore, to
simulate the crosstalk, two 20-dB attenuators, placed between
ports and and ports and were introduced.
The analysis of raw data when all the ports are left open
gives important information on the leakage amount. As shown
in Fig. 5, the introduced leakage is conspicuous and mainly af-
fects (it changes from a negligible 100 to 20 dB), while
is unchanged.
First this multiport system has been calibrated, applying the
standard sequence described above, and different devices have
been measured. Offset shorts, matched loads, and attenuator
measurements were performed in order provide a preliminary
validation of the calibration procedure, and show very good re-
sults [25].
In Figs. 6 and 7, calibrated and raw data of a thru measured
at ports 2 and 3 are reported; note that this thru connection was
not employed during calibration, and this proves that the leakage
error is completely removed.
Another comparison is shown in Fig. 8: here, the device, a
12-dB attenuator, was first connected to ports 1 and 2, then to
Fig. 6. Magnitude of thru connection between ports 2 and 3 (not used during
calibration). (a) Corrected and (b) raw data. Data is from [25].
Fig. 7. Phase of thru connection between ports 2 and 3 (not used during
calibration). (a) Corrected and (b) raw data phase. Data is from [25].
ports 2 and 4. In the first case, the leaky error coefficients are in-
volved and the correction leads to the same results as the second
one, although the initial raw data are clearly different.
IV. ON-WAFER IMPLEMENTATION OF A
HALF-LEAKY MULTIPORT
Here, we will show some results of the proposed calibration
methodology with an actual on-wafer multiport system up to
18 GHz.
The test-set consists of an HP8510C combined with a PAF
MMS expansion box to obtain a four-port multiport VNA, a
Cascade Microtech Probe Station, and two GGB GSGGSG
coaxial probes [see Fig. 1(a)]. Now, the leakage is due mainly to
the crosstalk between the adjacent probe fingers, i.e., between
ports 1 and 2 and ports 3 and 4.
3668 IEEE TRANSACTIONS ON MICROWAVE THEORY AND TECHNIQUES, VOL. 53, NO. 11, NOVEMBER 2005
Fig. 8. 12-dB attenuator connected between ports 1 and 2 (nonleaky ports) and
2–4 (leaky ports). Corrected and raw data. Data is from [25].
The required calibration standards and some verification de-
vices were realized on a special purpose substrate; the standard
combination for the partially leaky calibration is the same as in
Section III, i.e.: 1) thru ports 1–3 and shorts ports 2 and 4 of
Fig. 1(b); 2) thru ports 2–4 and shorts ports 1 and 3 of Fig. 1(c);
and 3) thru ports 1–4 and loads ports 2 and 3 of Fig. 1(d) where
the first two connections are realized on the same physical stan-
dard by rotating the substrate by 180 .
One-port and multiport on-wafer verification devices were
successfully used to provide preliminary validation of the cali-
bration procedure. In the following, we will show the most sig-
nificant results and, in particular, we will focus on the com-
parison of the half-leaky model with the nonleaky and full-
leaky ones. The device-under-test (DUT)’s raw data are cor-
rected with these three different sets of error coefficients, where
the nonleaky ones are computed using the same set of standards
implied for the half-leaky calibration, while the full-leaky ones
are carried out adding four loads and four opens at ports 1–4.
Fig. 9 shows the raw measurements of four open-circuit
pads on the coplanar calibration substrate [see Fig. 10(a)]
for different distances between the contacted open pads, thus
it provides an estimation of the amount of leakage between
ports. When the probe pads are relatively far apart (2 mm),
the crosstalk between ports 1–3 is negligible ( 70 dB),
although it is still present between ports 1 and 2 (up to 55 dB
@ 18 GHz). When the probes are close to each other (0.53 mm),
the nonadjacent probe finger crosstalk dramatically rises
up, while is almost unchanged.
Clearly the leakage between fingers of the same probe is
greater than the leakage between different probes, and this is
why a partially leaky model is a good choice. The full-leaky
model is potentially prone to larger errors than the half-leaky
model, when probe distance changes from the calibration to
the measurement, since the amount of leakage heavily changes
(Fig. 9).
The differences between the three models are most evident
when comparing crosstalk parameters or loose couplings. A
Fig. 9. Four open-circuit pads of Fig. 10(a) connected at ports 1–4 (raw data).
The measurements were performed for two different distances between the
probes (0.53 and 2 mm).
Fig. 10. (a) Open circuit-pads. (b) U-shaped lines.
Fig. 11. Crosstalk parameters (S and S , probe distance is 2 mm) of the
U-shaped line of Fig. 10(b). Comparison between full-leaky and half-leaky
models.
measurement of the crosstalk between two U-shaped trans-
mission lines between ports 1 and 2 and 3 and 4 [depicted in
Fig. 10(b)] is shown in Fig. 11. The probe distance is 2 mm.
and are considerably degraded for the full-leaky model,
whereas the partially leaky model gives the correct result of
70-dB crosstalk. This is the effect of a miscorrection of the
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Fig. 12. Near-end crosstalk of the two loose coupled coplanar lines of Fig. 1(a)
compared with simulations. These lines are 0.58-mm long, as are the thrus used
during calibration.
Fig. 13. Near-end crosstalk of the two loose coupled coplanar lines of
Fig. 1(a), compared with simulations. These lines are 6.6-mm long, i.e., more
than ten times the thrus used during calibration.
crosstalk term by the full-leaky calibration, while the new par-
tially leaky algorithm provides more reasonable measurements.
Figs. 12–14 report measurements and simulations of loosely
coupled coplanar lines, connected between ports 1–3 and 2–4,
similar to the ones depicted in Fig. 1(a). All the simulations
were performed with a commercial simulator, implementing
a simple circuital model. Fig. 12 refers to 0.58-mm coupled
lines. This is exactly the length of the thrus employed during
the calibration. Scattering parameter , i.e., the near-end
coupling between the two structures, is clearly overestimated
by the nonleaky model since it does not include the correc-
tion for leakage between ports 1 and 2, while the proposed
half-leaky and full-leaky calibrations demonstrate a very good
agreement with simulations. Let us now consider the 6.6-mm
coupled lines of Fig. 13. The 10-GHz resonance predicted by
simulations is found only with the half-leaky model. The effect
of the miscorrection of the full-leaky model is evident since this
device is much longer than the thrus used during calibration.
Fig. 14. Far-end crosstalk of the two loose coupled coplanar lines of Fig. 1(a),
compared with simulations. These lines are 6.6-mm long.
The nonleaky model is also not able to provide the right value
of the resonance frequency. Finally, in Fig. 14, the far-end
crosstalk of the same 6.6-mm coupled lines is shown. Also in
this case, we notice a better agreement of the half-leaky model
to simulation with respect to the other two models.
V. CONCLUSION
A simple calibration procedure for a half-leaky multiport
problem has been presented. The algorithm has exploited an op-
timized set of calibration standards, which can be easily applied
to on-wafer measurements, similar to classical thru-reflect line
(TRL) or LRM calibration. Simulations, coaxial, and on-wafer
measurements were performed. If applied to multifinger probes,
especially when measuring different length devices, the new
model shows better performances than classical full-leaky and
nonleaky models.
APPENDIX
Here, an example of implementation of system (3) is given.
Let us consider the case of a full-leaky model four-port system.
We connect an ideal thru between ports 1 and 3 and two shorts
at ports 2 and 4.
The standard model -matrix has all zero elements, except
and (for simplicity, we
consider ideal shorts in this example)
We write the first two lines (corresponding to indices
and ) of system (3) in scalar form
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(6)
In the same way, one can write all the remaining equations for
this and the other standard connections. Each standard connec-
tion provides 16 equations and the overall equation set forms the
linear system , as in (6), shown at the top of this page,
where one of the unknowns, e.g., , can be assumed equal to
1.
The same procedure applies to the case of a half-leaky model
four-port system, but this time, half of the unknowns are equal
to 0, i.e.,
These unknowns no longer will appear in vector . As an
example, the first two equations of the system, for a thru 1–3
and two shorts at ports 2 and 4 now become
and the system
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